
Warning
Before using Resident Transfer System be sure:

1. Carrier rails are aligned with tub rails.
2. Carrier will securely latch to tub.
3. Chair will lock to carrier.
4. Seat belts are properly installed.

Move Resident to and from 
Bathing System

Before helping resident into or out of chair…..

1. Lock wheels.

2. Lock chair to carrier.

Before moving resident….

1. Fasten seat belts. 

(Loop belt over attachment knobs.)

2. Be sure chair is locked to carrier.

Before transferring resident IN or OUT of the bathi ng system…

1. Latch carrier to the bathing system.

2. Check that carrier is secure by giving a tug on the carrier.

3. Lock wheels.

4. Release primary lock and glide chair into place.

While resident is in the bathing system…

1. Engage chair restraint.

2. Move carrier safely out of the way.
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